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ABSTRACT

Internal Quality Control (IQC) is the process of evaluating and control-
ling the reliability of a laboratory test before running patient samples. 
Currently used IQC process focus on the management of Total Analytical 
Error (TAE) using rule-based approaches. The process cannot predict ti-
mings of Total Allowable Error (TEa) violations, precisely. In the study, 
we proposed a predictive computational approach for IQC, Predictive 
Quality Control Algorithm (PQCA), to solve with this problem using 
Gaussian Process for Machine Learning (GPML) method. The software 
implementation carried out in Python and Scikit-learn library running 
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on a standard Windows-based PC. A digital control chart 
based on PQCA was introduced. It is demonstrated that ob-
servations fall within the 95% confidence intervals of their 
corresponding predictions generated by PQCA. It also pre-
sented that TAE calculated using classical formula is unable 
to capture all violations of TEa. PQCA is a simple procedure 
that can directly relate raw control data to quality targets and 
enabled a predictive approach with a high degree of accura-
cy. The classical TAE calculation model is based on a uni-
variate Gaussian model. GPML, which PQCA is based on, 
is generalized by a multivariate Gaussian. Therefore, PQCA 
can be viewed as a generalization of the classical IQC model. 
Using PQCA, laboratories can take a proactive approach to 
the control of analytical quality, meet regulatory institutions’ 
requirements, and hence provide better patient outcomes. 
PQCA based IQC can achieve controlling of analytical varia-
bility using a single algorithm overcoming the shortcomings 
of conventional methods. In the future, newly available com-
putational models make possible more sophisticated, predic-
tive mathematical frameworks for IQC.

ÖZET

İç Kalite Kontrol (İKK), hasta numunelerini çalıştırmadan 
önce bir laboratuvar testinin güvenilirliğini değerlendirme ve 
kontrol etme sürecidir. Mevcut İKK süreci, kural tabanlı yak-
laşımlar kullanarak Toplam Analitik Hatanın (TAE) yöneti-
mine odaklanmaktadır. Toplam İzin Verilebilir Hata (TEa) 
ihlallerinin zamanlamasını tam olarak tahmin edemez. Çalış-
mada, Tahmine Dayalı Kalite Kontrol Algoritması (PQCA) 
için Gaussian Process for Machine Learning (GPML) yönte-
mini kullanarak İKK sürecini değerlendirmede tahmine da-
yalı bir hesaplama yaklaşımı önerildi. Python ve Scikit-learn 
kütüphanesinde yürütülen yazılım uygulaması, Windows ta-
banlı standart bir PC üzerinde çalıştırıldı. PQCA’ya dayalı bir 
dijital kontrol tablosu oluşturuldu. Gözlemlerin, PQCA tara-
fından üretilen karşılık gelen tahminlerinin %95 güven ara-
lığı içinde kaldığı gösterildi. Ayrıca, klasik formül kullanıla-
rak hesaplanan TAE’nin tüm TEa ihlallerini yakalayamadığı 
da ortaya konuldu. PQCA, ham kontrol verilerini doğrudan 
kalite hedefleriyle ilişkilendirebilen basit bir prosedür olup, 
yüksek derecede doğrulukla tahmine dayalı bir yaklaşım 
sağlamıştır. Klasik TAE hesaplama modeli, tek değişkenli 
bir Gauss modeline dayanır. PQCA’nın temel aldığı GPML, 
çok değişkenli bir Gaussian modeldir. Bu nedenle PQCA, 
klasik IQC modelinin bir genellemesi olarak görülebilir. La-
boratuvarlar, PQCA’yı kullanarak analitik kalitenin kontro-
lüne proaktif bir yaklaşım getirebilir, düzenleyici kurumların 
gereksinimlerini karşılayabilir ve dolayısıyla daha doğru ve 
güvenilir hasta sonuçları sağlayabilir. PQCA tabanlı İKK, 
geleneksel yöntemlerin eksikliklerinin üstesinden gelen tek 
bir algoritma kullanarak analitik değişkenliğin kontrolünü 

sağlayabilir. Gelecekte, yeni kullanılabilir hesaplama model-
leri, İKK için daha karmaşık, tahmine dayalı matematiksel 
çerçeveleri mümkün kılacaktır.

INTRODUCTION

Laboratory tests play a main role in the diagnosis, treatment, 
and prognosis and constitute a principal part of electronic 
patient records. For this reason, accuracy and repeatability, 
two basic parameters that demonstrate the performance of 
laboratory tests, should be guaranteed. When the accuracy 
and repeatability of a measurement system do not change, or 
the range of the measurement series is called “analytical run” 
according to the Clinical & Laboratory Standards Institute 
guideline C24-A2 (1). It is the utmost 24 hours for bioche-
mical tests as declared by Clinical Laboratory Improvement 
Advisory Committee (CLIA)(2).

Internal Quality Control (IQC) is an evaluation process 
of the laboratory’s reliability using quality control materials 
with different levels of analyte concentrations before running 
patient samples, i.e. before each run, and whether the result is 
within the acceptable range. In particular, it aims at control-
ling the analytical processes in use. In the process, “quality 
control charts” used, which are historically similar to those 
employed in the industry. The most well-known charts are 
Levey-Jennings control charts, with mean target and standard 
deviation (SD) limits. In routine, IQC result from each run 
are marked on the charts, at how many SDs from the target 
value. Westgard multi-rules are most often used in medical 
laboratories to evaluate the IQC results (3). For tests with 
different analytical performance, it is not very practical to 
use the fixed rules. Therefore, it is recommended using “in-
dividualized quality control rules” according to the analytical 
performance of each test. To prevent non-standardized IQC 
assessment of laboratory staff from these assessment chal-
lenges, many laboratories prefer to use the a few of Westgard 
multiple rules rather than all.

IQC is based on the acceptance or rejection of the distan-
ce (bias) of the control results in the run; however the power 
to show repeatability is somewhat weaker. For this reason, in 
addition to IQC applications, total analytical error (TAE) is 
monitored to determine analytical performance in clinical la-
boratories (4). TAE is the combination of bias and precision, 
and is calculated by the formula as bias ± 1.65 CV%. There-
fore, it is a common practice to use as a quality indicator for 
test performance (4). It has also become the focus of routine 
IQC work conducted regularly at many clinical laboratories.

TAE is primarily used to characterize the past analytical 
performance of clinical laboratories by regulatory bodies. 
Laboratories need to ensure the future performance of their 
analytical systems so that future analytical errors lie within 
Total Allowable Error (TEa). TAE’s current formulations do 
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not adequately mitigate these two diverging needs. In parti-
cular, the following issues need to address:

a. Current methods used in practice to compute TAE sum-
marize the past performance of analytical systems. They do 
not offer any formal inference procedures for predicting the 
performance of analytical systems for a specific point in the 
future.

b. In theory, TAE might exceed the allowable limit at any 
time point. That is called an out-of-control event (OOCE). In 
cases an OOCE has been identified to occur at a control me-
asurement point, the current IQC procedures do not offer any 
support to determine the certain moment when this OOCE 
might have started.

c. In Levey-Jennings chart, as one of the most widely 
used IQC tools, the acceptable limits are usually defined as 
two SDs, in each direction. Manufacturer based SD limits 
are often wider than the TEa limits currently used in practice 
(5). Consequently, control results accepted in routine prac-
tice, based on Levey-Jennings charts, may be classified as 
unacceptable based on TEa.

In the 1970s, Westgard used power-function curves when 
defining rules that set OOCEs. However, high-capacity cent-
ral processors, graphics processors, and artificial intelligence 
software tools were not available in those years. However, 
we have high-capacity hardware and software support with 
artificial intelligence today. In the study, we aimed to propo-
se a computational framework, “Predictive Quality Control 
Algorithm (PQCA)”, which is a generalization of TAE and 
captures the temporal aspects of the data, to overcome all of 

the above shortcomings of the current approaches. This new 
algorithm is designed to enable laboratories to take correc-
tive actions in case of past OOCEs and to take preventative 
actions in case of future OOCEs through predictive capabi-
lities and, hence a heightened level of readiness, and a new 
problem-solving capability are provided to laboratories.

MATERIALS AND METHODS

Routine IQC data from the database of the clinical laborato-
ries at XXX Training and Research Hospital were retrospec-
tively used in the study. No patient data was reported based 
on the findings of this study. The study was conducted by 
following the Helsinki Declaration, and the approval of the 
local ethics committee of XXX Training and Research Hos-
pital (Decision No: 14/20, 2017) has been obtained.

A total of 10 analytes included in this work: aspartate 
aminotransferase, calcium, creatinine, glucose, sodium, CA 
15.3, cortisol, follicle-stimulating hormone (FSH), insulin, 
testosterone, thyroid stimulating hormone, and vitamin B12 
(see Table 1). These analytes have been chosen for the fol-
lowing reasons; a) to represent photometric, potentiometric, 
and immune-chemical assays, b) because they are common 
and easily recognizable. Each collected data was evaluated 
by two medical biochemistry specialists, one for each bioche-
mical and immunochemical test group. IQC data was normal-
ly checked against non-analytical errors, e.g., human errors, 
marked if found to be erroneous and the control measurement 
was repeated. Data marked as erroneous were not included in 
the study. TAE is the combination of bias and precision, and 
is calculated by the formula as bias ± 1.65 CV% (4).

Table 1. Analytes evaluated within the scope of the study.
Analyte Units Analyzer Method IQC Product Specifications

AST
Ca
CREA
Glc

U/L
mg/dL
mg/dL
mg/dL

AU 5800
Beckman Coulter Inc., CA, 
USA

Spectrophotometric Beckman Coulter Control Serum Level 
1 and 2, Catalogue Number ODC0003-
ODC0004, Lot Number 0037-0038

Na mmol/L AU 5800
Beckman Coulter Inc., CA, 
USA

Indirect 
potentiometric

Beckman Coulter Control Serum Level 
1 and 2, Catalogue Number ODC0003-
ODC0004, Lot Number 0037-0038 

CA 15.3 U/mL UniCel DxI 800
Beckman Coulter Inc., CA, 
USA

Chemiluminescence MAS T-Marker Liquid Assayed 
Immunoassay Control Level I and II, 
Catalogue Number TUM-101- TUM-
202, Lot Number TM19061- TM19062, 
Thermo Fischer Scienfic Inc., MA, USA

Cortisol
Insulin
Testosteron
TSH
Vitamin B12

µg/dL
µIU/mL
ng/dL
µU/mL
pg/mL

UniCel DxI 800
Beckman Coulter Inc., CA, 
USA

Chemiluminescence MAS Liquimmune Liquid Assayed 
Immunoassay Control Level I and II, 
Catalogue Number LIG-101- LIG-202, 
Lot Number LIA20041- LIA 20042, 
Thermo Fischer Scienfic Inc., MA, USA

AST: aspartate aminotransferase; Ca: calcium; CREA: creatinine; Glc: Glucose; IQC: internal quality control; Na: sodium; 
TSH: thyroid stimulating hormone.
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Gaussian Process for Machine Learning (GPML) (6) was 
used as the formal basis of the predictive model proposed in 
this work. GPML’s computational implementation was per-
formed using Python 3.6.2 and Sci-Kit Learn Library 0.19.1 
(7). A 64-bit Windows 10 machine (Intel i5 5200-U, 12 GB 
RAM) was used to run experiments reported in this article.
Gaussian Process For Machine Learning

GPML is an extensive machine-learning algorithm for 
solving time-series-based medical problems (8-10). GPML 
is proposed as a probabilistic model to capture the generative 
process of control measurement variability. The selection of 
GPML is justified based on the fact that clinical laboratory 
control measurements are widely assumed to be normally 
distributed (1). This makes GPML an ideal candidate for our 
purposes as it is generalized by a multivariate Gaussian. The 
mean vector and the covariance matrix K together define 
multivariate Gaussian, uniquely. In GPML, the covariance 
between two points in the time series of control measure-
ments is defined by a positive definite kernel function k. For 

two output-input pairs, (y, t) and (y′, t′), the kernel function 
defines K (y, y′) = k (t, t′). Given a set of training observati-
ons y, t the distribution of test points y*, t* is

p(y*|y) ~ N( *, Σ), (Equation 1)

such that

* =K (t*, t) K (t, t)−1y, (Equation 2a)

Σ = K (t*, t*) − K (t*, t) K (t, t)−1K (t*, t)T (Equation 2b)

The kernel k is a function whose behavior is governed by 
a set of hyper-parameters.

A kernel function is used to compute the covariance mat-
rix. Thus, it plays a major role in the success of the GPML 
model. Although mathematically a vast number of kernel 
functions can be defined, the kernel function to be used for 
a specific analytical method needs to be consistent with the 
data observed. In Figure 2, PQCA output was shown for the 
same data as in Figure 1 except that the kernel function is 
chosen to be Matern instead of Radial Basis Function (RBF) 
(11). A close look at the two figures could show differences 
in details.

Figure 2. FSH level 1 control data processed using Matern kernel function

Figure 1. A Digital control chart for FSH level 1 control data
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In control measurement time-series data, systematic 
errors in the analytical processes may cause bias or drift. 
GPML natively supports tracking of bias or drift in the mat-
hematical model.

Equations 2a and 2b form the basis of GPML inference 
which enables the prediction of y* after observing data (t, 
y), thus updating prior beliefs about points t*. As the GPML 
enables us to predict complete functions over the space of t, 
it also provides us both with mean predictions and with as-
sociated measures of uncertainty. In many cases of analytical 
methods, though, we observe some noise-corrupted versions 
of data. In other cases, where GPML over-fits the data, we 
might want to introduce some terms into the predictive equ-
ations to condition the data. Although in this article we will 
not be diving into these issues to keep our argument focused 
on the core issues, GPMLs can easily be extended to allow 
for Gaussian noise models of various sorts.

A digital control chart was prepared for each control ma-
terial and was presented to the user through a computer (Fi-
gure 1). The chart displayed measured concentration on the 
vertical y-axis vs. time on the horizontal x–axis (x–the axis 
was the time axis and was denoted as ’ t-axis’ where time va-
lues were given relative to the start date which was the origin 
of the t-axis). The target mean value, provided by the ma-
nufacturer of the IQC material, was drawn as a solid (oran-
ge-) horizontal line. Dashed (green-) horizontal lines, also 
provided by the manufacturer, represented two SDs (1.96 to 
be exact) from the target mean value in each direction. The 
shaded (light green) area in the middle marked the TEa. TEa 
value was set at 21.19% (5) above and below the target mean 
s which the current approach is based on a control limit. Pre-
diction point using all data observed and predicted (TAEp) 
value, referred to in this article as upper and lower control 
limits, for the control material which in this case was FSH, 
level 1. At the top of Figure 1 were the name, the kit number, 
the numerical values for the target mean, the target SD, and 
the TEa set for the control material. Kernel information was 
placed at the top right and will be reviewed in detail in the 
following section.

Measured control results were called observations, whe-
reas data predicted were called predictions. Observations 
were marked as solid (red-) dots on the chart. The continuous 
solid (blue-) curve consists of the predictions made. Symmet-
rically shaded (yellow-) areas on each side of the blue curve 
showed 95% confidence intervals (CI)s of predictions. 95% 
CI limits permit the use of simple decision criteria as will be 
presented later.

Prediction curves and 95% CIs were graphed on the di-
gital control chart. OOCE’s were defined to be those points 
where 95% CI limits overflow the control limits. Predictions 

and CI limits can help identification of TEa violations (OO-
CE’s) which may be in the past or the future of the analyti-
cal process under study. An OOCE occurred when CI limits 
exceeded control limits (TEa lines) in any direction. OOCEs 
that fall on the right-hand side of the current observation po-
int were called future OOCEs and OOCEs that fall on the 
left-hand side of the current observation point were called 
past OOCEs. In Figure 1, one example of an OOCE could 
be observed between the 5th and the 6th observations (days 
4–8) where CI limits go below the lower control limit and 
another one could be observed after the 20th observation 
(days 24-28).

In the case of OOCE’s in the past, points that lie on the 
left side of the active point, of the analytical process under 
study, recovery and correction procedures were recommen-
ded to be started. In the case of future OOCE points, points 
that lie on the right side of the current observation time, eit-
her a new observation was planned for just before the first 
future OOCE or immediate corrective action was started.

PQCA presented below was activated each time a cont-
rol result is observed, per control material. The definition of 
PQCA:

1. Is the current observation corrupted by non-analytical ca-
uses, e.g., using the wrong vial? If yes, reject the current 
observation and repeat the control measurement.

2. Run the GPML algorithm to generate a control chart 
using all data accumulated so far for the control material. 
The output of GPML is an entire prediction function for 
the specified range of time. Also in the output are the as-
sociated 95% CIs for predictions.

3. Note on the chart, periods where 95% CI limits are not 
contained fully within upper and lower control limits. 
Call these periods OOCE.

4. For OOCE’s with time periods smaller than the time of 
the current observation, which is OOCE’s in the past of 
the analytical process, start the laboratory’s review pro-
cedure (not described in this article) for patient results 
generated during these OOCE periods.

5. For predicted OOCE’s, which are in the future of the pro-
cess, either start corrective action immediately or sche-
dule another control measurement for a time point well 
before the first OOCE is predicted to occur.

RESULTS

The PQCA algorithm is defined and a digital control chart 
is introduced in the materials and methods section. PQCA is 
applied to each control level of 10 analytes chosen for this 
work. Similar conclusions are reached for the other analytes 
included in the study. Results are presented for FSH as a rep-
resentative.
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Figure 4 presents TAE calculations using the classical 
formula TAE = bias% + 1.65 CV%. Solid black circles show 
TAE values computed as usual for each observation point. 
The solid blue curve shows TAE values computed for each 
prediction point using all data; both observed and predicted, 
total analytical error–predicted (TAEp). The horizontal axis 
shows the normalized data. TEa is set to 16.7%, which is the 
area shaded in the graphic. In TAE calculations, bias repre-
sents drift from the manufacturer’s mean, and CV% stands 
for the coefficient of variation.

TAE changes very little from one observation to another 
whereas TAEp is wigglier. The reason for this is that TAE 
computes two terms related to long-term averages of obser-
ved data. Consequently, TAE and TAEp follow separate tra-
jectories. Around day 50, TAEp exceeds the upper control li-
mit. TAE, which is the model used in current practice, misses 

this OOCE. This demonstrates that the classical TAE method 
may miss some OOCE’s.

DISCUSSION

The use of ML-based solutions to ease the burden of increa-
sing test demand and to improve quality and safety in clinical 
laboratories has begun in recent years (12). Although clini-
cal laboratories are health services where digitalization and 
automation are used extensively in daily practice, there are 
limited examples that exist of ML implemented into routine 
clinical practice (13, 14). However, publications on ML re-
search in clinical laboratory medicine still on arise in several 
aspects of laboratory work including the evaluation of flow 
cytometry results, classification of cell morphology, interpre-
tation of urine steroid profiles, test result interpretation, test 
result prediction, and the diagnosis of hematologic disorders 
(15-20). The model we proposed is the first study that emp-

Figure 4. Comparison of TAE with TAE-predicted for FSH level 1 control data

Figure 3. Prediction-observation pairs for FSH Level 1 kernel function testing
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loys a ML approach to the analytical perspective of clinical 
laboratory practice by predicting past and future OOCEs in 
IQC practice. The goal of this study is approached via the 
probabilistic framework of GPML.

In our study, we use the GPML approach to learn from 
time series control data and to predict both past and future 
OOCE’s. In the control data vs time series, one would expect 
observations that stand closer to each other in time should 
be more similar to each other than to those that stand farther 
away. We can imagine two consecutive observations separa-
ted from each other by time-distance ∆t. Assume ∆t is made 
smaller and smaller approaching the limit to zero. As ∆t as-
sumes smaller and smaller values, two observations would 
be expected to get more and more similar to each other in 
magnitude. In the limit, two observations should be identical. 
If ∆t is now moved in the reverse direction and it gets larger 
and larger, two observations would be less similar in mag-
nitude. We can generalize this phenomenon so that control 
observations are correlated to each other in a statistical sense. 
The form of this correlation is important and constitutes the 
basis of the predictive models presented in this work.

The main outcome of this research, PQCA, has several 
attractive characteristics in comparison to classical rule-ba-
sed quality control procedures:

1. PQCA enables proactive control of analytical methods’ 
performance. It is capable of predicting future OOCE’s. 
In case of a future OOCE either a new observation is 
planned for just before the OOCE or immediate correcti-
ve action is started.

2. PQCA can predict past OOCE’s. In the case of OOCE’s in 
the past, recovery and correction procedures are recom-
mended to be started.

3. PQCA is a simple control procedure with a single rule. 
PQCA links raw control measurements and OOCE eas-
y-use, obvious, and direct.

4. PQCA can easily model shifts in expected values of cont-
rol measurements, i.e., systematic errors.

5. Laboratories wishing to meet different quality goals may 
set CI accordingly. Larger CI values would indicate tigh-
ter quality goals.

6. PQCA can start making accurate predictions with as few 
as one observation. Classical rule-based control proce-
dures require a minimum number of observations, e.g., 
20, to generate valid results.

7. PQCA can easily work with a non-deterministic target 
mean, e.g., peer group means.

Figure 3 is intended to justify the use of the RBF kernel 
for FSH control data. PQCA is applied to each prefix of the 

time series data and a prediction is made for the next obser-
vation point. Predictions are marked as hollow blue circles 
and the corresponding observations are marked as solid black 
circles. All observations fall within the 95% CI of their respe-
ctive predictions. This process might constitute the basis for 
choosing the appropriate kernel function for controlling data. 
To make the kernel selection process more principled, cosi-
ne similarity between the observation and prediction vectors 
may be used, e.g., a cosine value of 0.99 or greater may be 
deemed to indicate a good kernel for the analyte under study.

There are a few limitations to the study. PQCA is not tes-
ted in real-time in routine IQC procedures. IQC data used in 
the study is evaluated retrospectively. The number and types 
of analytes included in the study are limited to a small group 
used in clinical laboratory routines.

Classical TAE calculation model, such as that proposed 
by Westgard (4), is based on a univariate Gaussian model 
(21). GPML, which the current approach is based on, is gene-
ralized by a multivariate Gaussian. In this respect, the com-
putational view proposed in this work, PQCA, is a generali-
zation of the classical IQC model.

CONCLUSIONS

The model we proposed is the first study that employs a ML 
approach to the analytical perspective of clinical laboratory 
practice by predicting past and future OOCEs in IQC pra-
ctice. PQCA empowers clinical laboratories to evaluate the 
past, present, and future of the IQC data, collectively. The 
use of PQCA can improve the quality of laboratory service 
delivery, especially by enabling earlier detection of syste-
matic errors. In this way, faster and more effective delivery 
of health services can be possible. Although it is possible to 
use it as a separate application, the integration of the PQCA 
into laboratory information systems may be a more accurate 
approach in terms of ease of use. This work might pioneer 
computational and laboratory sciences cooperation in quality 
management giving way to a new area of study, computati-
onal laboratory medicine. We believe that it will contribute 
significantly to the improvement of laboratory processes of 
the present as well as the future of laboratory medicine in 
general.

Acknowledgements

We thank Fethan Us for his assistance in conducting experi-
ments and generating the graphics presented in this article. 
Authors declare that there is no conflict of interest.



26 JAIHS 2022; 2(3):19-26

Sevinc ve ark.

References
1. Clinical and Laboratory Standards Institute (CLSI). Statistical 

Quality Control for Quantitative Measurement Procedures: 
Principles and Definitions; Approved Guideline—Third Editi-
on. CLSI document C24-A3 (ISBN 1-56238-613-1). 2006 Vol. 
26 No. 25. Clinical and Laboratory Standards Institute, 950 
West Valley Road, Suite 2500, Wayne, Pennsylvania 19087 
USA, 2006. Clinical & Laboratory Standards Institute C24-A3. 
Statistical Quality Control for Quantitative Measurement Pro-
cedures: Principles and Definitions; Approved Guideline—
Third Edition.

2. United States Department of Health and Human Services. Medi-
care, Medicaid, and CLIA programs: regulations implementing 
the Clinical Laboratory Improvement Amendments of 1988 
(CLIA). Final rule. 57 Federal Register 7002-7186; 1992. Avai-
lable at: www.phppo.cdc.gov/clia/regs/toc.aspx. Accessed Feb-
ruary 11, 2020.

3. Westgard JO, Barry PL, Hunt MR, Groth T. A multi-rule Shew-
hart chart for quality control in clinical chemistry. Clin Chem 
1981;27:493-501.

4. Westgard JO, Westgard SA. Measuring Analytical Quality: To-
tal Analytical Error Versus Measurement Uncertainty. Clin Lab 
Med 2017;37 (1):1-13.

5. https://www.westgard.com/biodatabase1.htm. Accessed Decem-
ber 27, 2022.

6. Rasmussen CE, Williams CKI. Gaussian processes for machi-
ne learning, Cambridge (MA): the MIT Press, 2006, p. 13-21, 
ISBN 026218253X.

7. Pedregosa F, Varoquaux G, Gramfort A, Michel V, Thirion B, 
Grisel O, et al. Scikit-learn: machine learning in Python. Jour-
nal of machine learning research 2011;12:2825-30.

8. Futoma J, Sendak M, Cameron CB, Heller K. Scalable mode-
ling of multivariate longitudinal data for prediction of ch-
ronic kidney disease progression. Machine Learning and 
Healthcare Conference, Los Angeles, CA. 2016, eprint arXi-
v:1608.046152016arXiv160804615F

9. Colopy GW, Pimentel MAF, Roberts SJ, Clifton DA. Bayesian 
gaussian processes for identifying the deteriorating patient. 
38th Annual International Conference of the IEEE Engineering 
in Medicine and Biology Society (EMBC), Orlando, FL. 2016, 
5311-4 p. doi: 10.1109/EMBC.2016.7591926

10. Forouzanfar MH, Liu P, Roth GA, Ng M, Biryukov S, Marc-
zak L, et. al. Global burden of hypertension and systolic blo-
od pressure of at least 110 to 115 mm Hg, 1990-2015. JAMA. 
2017;317(2):165–82. doi:10.1001/jama.2016.1904.

11. Rasmussen CE, Williams CKI. Gaussian processes for machi-
ne learning, Cambridge (MA): the MIT Press, 2006, p. 79-85, 
ISBN 026218253X.

12. Challen R, Denny J, Pitt M, Gompels L, Edwards T, Tsaneva-A-
tanasova. Artificial intelligence, bias and clinical safety. BMJ 
Qual Saf 2019;28:231–237.

13. 510(K) Summary: DiffMaster Octavia. https://www.accessda-
ta.fda.gov/cdrh_docs/pdf/K003301.pdf. Accessed February 11, 
2020.

14. Pancholi P, Carroll KC, Buchan BW et al. Multicenter evaluati-
on of the accelerate phenotest BC kit for rapid identification and 
phenotypic antimicrobial susceptibility testing using morphoki-
netic cellular analysis. J Clin Microbiol 2018;56:4:1-21.

15. Cao Y, Cheng M, Hu C. UrineCART, a machine learning met-
hod for establishment of review rules based on UF-1000i flow 
cytometry and dipstick or reflectance photometer. Clin Chem 
Lab Med 2012;50:2155-61.

16. Durant TJS, Olson EM, Schulz WL et al. Very deep convoluti-
onal neural networks for morphologic classification of erythro-
cytes. Clin Chem 2017;63:1847-55.

17. Wilkes EH, Rummsby G, Woodward GM. Using machine le-
arning to aid the interpretation of urine steroid profiles. Clin 
Chem 2018;64(11):1586-95.

18. Demirci F, Akan P, Kume T et al. Artifical neural network appro-
ach in laboratory test reporting: learning algorithms. Am J Clin 
Pathol 2016;146:227-37.

19. Luo Y, Szolovits P, Anand S. Dighe AS, Baron JM. Using Ma-
chine Learning to Predict Laboratory Test Results. Am J Clin 
Pathol 2016;145:778-88.

20. Guncar G, Kukar M, Notar M, Brvar M, et al. An applicati-
on of machine learning to haematological diagnosis. Sci Rep 
2018;8:411.

21. Yardim, M. Total analytical error assessment of Yerköy State 
Hospital biochemistry laboratory. International Journal of Me-
dical Biochemistry 2022, 5(1), 60-6.


